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Abstract
Background
In positron emission tomography acquisition, sensitivity along a line-of-response
can vary due to crystal geometrical arrangements in the scanner and/or detector
inefficiencies, leading to severe artefacts in the reconstructed image. To mitigate
these effects, data must be corrected by a set of normalization coefficients applied
to each line of response.
The J-PET Modular scanner is a positron emission tomograph made of 50 cm
long plastic strips arranged axially. with signal read-outs from both sides. This
design significantly reduces the overall cost of the scanner and is well-suitable for
the development of long axial field-of-view and total-body devices. The scanner
is assembled from a set of stand-alone detection modules connected to front-end
electronics. Each module forms a lightweight, independent unit which can be
easily transported and assembled in various configurations. In its default config-
uration, the modules are arranged cylindrically side-by-side with a pitch of 7.5◦,
resulting in a radius of about 76.2 cm and an axial field-of-view of 50 cm. The
Modular J-PET scanner is currently in operation at the Jagiellonian University
in Kraków (Poland).
Methods
We have implemented a normalization method for the large field-of-view plastic-
based J-PET Modular scanner using the component-based approach.
We considered a normalization model that incorporates both geometric and
detection efficiency factors. We estimated the geometric normalization factors for
the J-PET Modular scanner using Monte Carlo simulations. We also analysed
the effects of variations in detection efficiency. A dedicated cylindrical phantom
was simulated to investigate the impact of various factors on image quality. The
image quality was quantified in terms of radial and axial uniformity metrics, and
the standard deviation to mean intensity ratio, determined for a set of image
slices.
Results
Without normalization, reconstructions of a uniform cylinder exhibit artefacts
in the form of a dip located at the centre of the cylinder. In the case of variable
detector efficiencies, several more pronounced artefacts appear. These artefacts
were satisfactorily compensated using the efficiency normalization factors. The
application of geometrical corrections lowers the non-uniformity of the image
expressed as a standard deviation-to-mean ratio to a range between 5.5% to
8.5%.
Computationally, the technique is straightforward to parallelize, making it time-
efficient. Preliminary estimates of computing times and memory requirements
suggest that the method is appropriate for use with long axial field-of-view scan-
ners, such as the Modular J-PET or the total-body J-PET, the latter currently
under development at the Jagiellonian University.

Keywords: positron emission tomography, normalization corrections, medical image
reconstruction, large field-of-view scanner
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1 Introduction
Positron Emission Tomography (PET) is a medical imaging technique that gives access
to physiologic information by reconstructing the spatial distribution of radiotracers
based on the detection of back-to-back photon pairs emitted from the patient’s body.
This method enables non-invasive, three-dimensional imaging in vivo and is commonly
used in clinical contexts, particularly for oncological diagnosis and treatment, as well
as in studies of brain diseases, cardiology and other medical fields. The introduction
of the long axial field-of-view (LAFOV) and total-body (TB) PET modalities open
new application perspectives [1, 2] but also new challenges [3, 4].

PET image reconstruction is typically achieved using iterative algorithms that
transform the acquired data into an image. Producing high-quality PET images
requires incorporating several corrections to compensate for various sources of error
and non-uniformity present in the collected data. Among the most important factors
are the attenuation corrections, which compensate for the photon absorption in the
patient’s body, and the estimation of the additive background terms formed by 1. the
registered uncorrelated photon pairs (called accidental or random coincidences) due
to the finite time resolution of the time window used to select the true pairs; 2. the
fraction of registered photon pairs in which at least one of the photons is deflected
in the patient’s body (called scatters). Normalization corrections are applied to com-
pensate for the variation in the efficiency of the coincidence detector pairs, which
can be caused by factors such as the detection units arrangement and shape, crystal
imperfections or front-end electronics effects. Physical effects such as non-collinearity
of photon emission pairs or depth-of-interaction variations can be modelled in the
data or image domain using techniques like point-spread-function parametrization [5].
The lack of appropriate corrections can degrade the image quality and lead to arte-
facts, consequently deteriorating the image diagnostic value. In this article, we focus
on normalization correction methods.

The most popular approach to determine normalization coefficients is the
component-based normalization (CBN) method [6–9]. In CBN, the sensitivity vari-
ations are modelled as a product of various components estimated separately based
on the dedicated scans. Since the introduction of this method, several investigations
have been performed to improve the model accuracy by incorporating terms modelling
more sophisticated effects. However, the normalization process requires a relatively
long scanning time which could otherwise be used for medical purposes. Also, the use
of special phantoms made the procedure complicated. Consequently, efforts were made
to simplify the normalization acquisition protocol [10]. To mitigate the low variance
of the estimates (co)sum-fan algorithms were proposed [11, 12]. In addition, numer-
ous studies tried to optimize the estimation procedures [13–15]. For instance, in CBN
models, the components can be classified into time-invariant factors (e.g. geometry-
dependent), which in principle can be estimated only once, and time-variant terms
(e.g. intrinsic scintillator efficiencies) which must be updated periodically based on
regular scans. Studies were conducted to estimate how often such scans need to be
repeated for the PET-MR modality [16]. Also, trials of self-normalization techniques
were explored [17], where part of the coefficients is derived directly from the routine
emission scan eliminating the need for dedicated scans. A separate study was devoted
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to the CBN model in the context of event-based motion-correction application [18]
and continuous bed motion acquisition [19]. The consensus is that the normalization
is an essential step and CBN remains the preferred method for most of the clinical and
research PET scanners [20] including the novel generation of LAFOV tomographs like
Biograph Vision Quadra [21] and TB Explorer scanners [3, 22]. However, the details
of the optimal CBN model are highly dependent on scanner design, crystal types,
front-end electronics and other factors.

In this contribution, we concentrate on the CBN method developed for the 50 cm
field-of-view (FOV) plastic-based Jagiellonian Positron Emission Tomography (J-
PET) Modular scanner [23]. The J-PET technology utilizes long plastic strips arranged
axially, with signal read-outs from both sides. This design significantly reduces the
overall cost of the scanner and is well-suitable for the development of LAFOV and
TB devices. The application of the J-PET scanner is not limited only to medical
two-photon tomography [24] but covers a broad range of topics from fundamental
physics studies [25–29], simultaneous multi-tracer imaging, proton beam range mon-
itoring [30, 31] and innovative positronium imaging [32, 33]. Detailed information
about the potential clinical applications of J-PET technology can be found in Ref. [34].

The Modular J-PET scanner, currently in operation at the Jagiellonian Univer-
sity in Kraków (Poland), was notably used to reconstruct the first positronium image
of the human brain in vivo [33]. A depiction of the detector is shown in Fig. 1a. The
scanner is assembled from a set of stand-alone detection modules connected to front-
end electronics. Each module forms a lightweight, independent unit (of about 2 kg)
which can be easily transported and assembled in various configurations. This mod-
ular design allows the scanner to be configured as a single layer (with 24 modules)
or multiple layers (such as 8 or 16 modules) to meet specific requirements. In addi-
tion, modules can be operated individually, allowing the Modular J-PET to be used
as a multirole detector. In its default configuration, the modules are arranged cylin-
drically side-by-side with a pitch of 7.5◦, resulting in a radius of about 76.2 cm and an
axial FOV of 50 cm. The geometry of the scanner is shown in Fig. 1b. Each module
consists of 13 EJ-230 (ELJEN Technology) plastic scintillator strips with dimensions
of 24mm × 6mm × 500mm. The annihilation photons passing through the plastic
scintillator strips interact predominately via Compton scattering.

In this article, we introduce the CBN model and its implementation adapted to the
Modular J-PET. Through Monte Carlo (MC) simulations we demonstrate the rela-
tive improvement of the reconstructed images and discuss the stability of the solution.
Although this work primarily focuses on the Modular J-PET modality, we plan to
extend the procedure to the TB J-PET scanners [35], which presents additional chal-
lenges due to their increased length. The article is organized as follows: Section 2.1
introduces the normalization coefficients as a part of the system model and explains
their integration into the Maximum-Likelihood Expectation-Maximisation (MLEM)
algorithm scheme. The section 2.2 outlines the rationale behind the CBN method.
The different terms of the normalization model are explained together with the cor-
responding equations. Sections 2.4.1 to 2.4.5 provide the details of the performed
MC simulations. Sections 2.4.6 and 2.4.7 present the details of image reconstruc-
tion settings and the quality metrics, respectively. In Section 3, we present and

4



(a) Photography of the Modular J-PET scan-
ner.
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(b) Schematic representation of the Modular
J-PET scanner (not to scale).

Fig. 1: Photography and geometry of the Modular J-PET scanner, in its cylindrical
set-up, as considered throughout this article.

discuss the distributions of normalization coefficients together with the results of the
reference phantom image reconstruction. The article concludes with a summary in
Section 4, which also discusses the adaptation of the proposed method to the TB J-
PET prototype currently under construction. Additionally, the set of additional checks
we performed throughout our study is presented. The article is supplemented with
three appendices. The reference analytical model of the sensitivity is introduced in
Section A. The description of additional tests of the robustness of the results is given
in Section B. Finally, the influence on the results of the projector choice is reported
in Section C.

2 Materials and Methods
2.1 Relations between the system model, sensitivity map and

normalization components
The objective of PET tomography is to reconstruct the radiotracer activity distribu-
tion f(x) based on a measured set of photon coincidences y = (y1, . . . , yP ), registered
by the scanner consisting of P detector pairs (projections). Typically, a continuous
radiotracer distribution is approximated by a sum of discrete basis functions bq(x),
e.g. Q cubic voxels: f(x) ≈

∑Q
q=1 xqbq(x) where x = (x1, . . . , xQ) [5]. The statistical

model for the measurement is defined as

y = Ax + b. (1)
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The matrix A represents the system model and the additive component b =
(b1, . . . , bp) expresses the mean value of background events e.g. random and scatter
coincidences.

The system model A represents the relationship between the measured data y
in the projection space and the radiotracer activity distribution f(x) in the image
space. It can incorporate the geometry of the scanner, physical processes and other
effects which are the sources of various uncertainties degrading the reconstructed
image quality. In the voxelized version, the system model is a Q× P matrix, and its
elements Apq correspond to the probability that a photon pair originating from the
voxel q is registered by the detector pair p.

The final quality of the reconstructed image depends strongly on the accuracy of
the system model. The efficient implementation of the system model in the form of
a matrix used by the reconstruction algorithm poses a technical challenge. On one
hand, the granularity of the matrix should be high enough to provide the required
precision of the model. On the other hand, fast access is necessary since in the typical
iterative reconstruction process, a series of forward and backward projection steps are
performed, in which the system matrix elements are read continuously by the image
reconstruction algorithm. This problem becomes even more challenging for large FOV
and TB scanners, for which the storage of the full system matrix becomes impossible.
Hence, approximate methods must be used, which leads to a compromise between
accuracy and efficiency.

Various methods were proposed to estimate the system matrix elements. One can
classify them into four categories [5]: 1. MC-simulation-based; 2. analytical methods;
3. direct computation from dedicated normalization measurements; 4. hybrid methods.
One of the common approaches is to factorize the system model into sub-matrices
corresponding to different effects which are then modelled independently. For instance,
decomposition can be done in the following form:

A = AnormAscannerAresAatten, (2)

where Anorm is a diagonal matrix modelling the inefficiencies in the projection space,
Ascanner incorporates the effects of the scanner geometry, Ares models the resolution
degradation due to the detector positron range, acollinearity effect, inter-detector
penetration and others, and Aatten models the attenuation effects of the object. Note
that Ascanner only models the efficiency of the scanner with respect to the position
of each detector, without taking into account additional effects that are modelled by
Anorm, such as detector density or line of response (LOR) obliqueness. Effects modeled
by Anorm are explained more in detail in Section 2.3.

This work concentrates on the estimation of the Anorm matrix components for the
J-PET detector. The discussion and the sophisticated method for modelling Ares in
the context of the future TB J-PET scanners can be found in [36].

Data acquired is turned into an image using a tomographic image reconstruc-
tion technique. For PET imaging, MLEM is the most commonly used reconstruction
method. MLEM is an iterative numerical algorithm designed to find the maximum
likelihood estimate of the image model given the measured data. It was introduced in
the domain of PET image reconstruction by Ref. [37], under the assumption that the

6



measured data are realizations of Poisson processes. Using the notations introduced
above, a MLEM iteration can be defined as:

x(k+1)
q =

x
(k)
q

Sq

P∑
p=1

Apq
yp∑Q

q′=1 Apq′x
(k)
q′

(3)

where x(k) is the image estimate at the kth iteration. In the absence of any prior
information about the image, the first estimate x(1) is typically set to a uniform image
of ones. The sensitivity map S of the scanner is a distribution in the image space
whose elements consist of values proportional to the probabilities of registration of an
annihilation pair by any detector unit. Formally, the relation between the sensitivity
map and the system matrix can be expressed as a summation over the probabilities
of detection for all detector pairs:

Sq =
P∑

p=1

Apq. (4)

The MLEM approach has several advantages, e.g. it naturally incorporates the
modelling of noise, and it allows to model the detector influence in the system model
A.

Normalization factors are then incorporated into the MLEM reconstruction
procedure: Eq. (3) is updated to become

x(k+1)
q =

x
(k)
q

S′
q

P∑
p=1

Apq
yp

np

∑Q
q′=1 Apq′x

(k)
q′

(5)

where S′ is the normalized sensitivity map defined by updating Eq. (4) to incorporate
normalization factors:

S′
q =

P∑
p=1

npApq. (6)

2.2 Determination of normalization coefficients
The diagonal matrix Anorm models the probabilities of coincidence registration in
the projection space indexed by p. The proper determination of the normalization
coefficients np = 1

Anorm
p

permits compensating for the detector efficiency variation, and
for the geometrical effects not included in the scanner projection model Ascanner.

In principle, the normalization coefficients np could be estimated from the direct
scan of a phantom with known activity by using the relation

N expected
p = npN

registered
p , (7)

where N registered
p is the number of registered coincidences along projection p, and

N expected
p is the expected number of emitted coincidences along that same projection
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p, calculated based on known activity and the phantom shape. This method is known
as direct normalization [20]. However, this approach becomes impractical, especially
for large-FOV detectors, due to statistical limitations linked with problems related to
the available projection space coverage. For instance, to estimate the normalization
coefficients from all the projections with an accuracy of 1% for a scanner with N crys-
tals, one needs to collect roughly 104 × N(N−1)

2 photon coincidences. In the case of
the modular J-PET detector with a number of projections P ≈ 108, one would need
to collect approximately 1012 coincidences to fulfil this condition. In addition, two
problems make this task even more challenging. First, not all projections are equally
probable, and some oblique projections have a fairly low registration probability. Sec-
ond, since the normalization data should contain low random and scatter rates, a
low-activity source must be used, which must be compensated by an extremely long
normalization scan, rendering the whole procedure impractical.

2.3 Component-based normalization model
To mitigate the aforementioned problems, the so-called component-based normal-
ization (CBN) method was developed. It relies on further factorization of the
normalization coefficients into sub-factors that can be estimated separately. The
underlying assumption of this approach is that the sub-factors are statistically inde-
pendent, which in principle is not true, but in practice works reasonably well. To limit
the variance of the estimations, the projections which are assumed to have similar
properties and grouped, and the corresponding mean values are used in the calculation.
All the following definitions are adapted from Pépin et al. [38].

To describe the CBN model we consider the scanner device composed of the detec-
tion modules (strips) arranged cylindrically. The detection modules are further divided
into virtual crystals. Each projection LOR is indexed by four integers uivj. This LOR
represents the projection joining detector region ui (the strip i at position u) with
detector region vj (the strip j at position v), as illustrated by Fig. 2. Let tuivj denote
the number of coincidences along LOR uivj.

The component-based normalization factor along the LOR uivj can now be defined
by

nuivj = baxu · baxv · gaxuv · gtrij · εui · εvj (8)
where bax represents the block profile factors, gax the axial geometric factors, gtr the
transverse geometric factors and ε the intrinsic detector efficiencies1.

Some of these factors are inter-correlated and dependent on each other, that is to
calculate one, another one is used. This fact will be highlighted in further equations
(Eqs. (11) to (15)). Furthermore, because geometric factors (gax and gtr) depend
only on the detector geometry, they can in principle be purely determined from MC,
whereas detector efficiency factors (ε) must be determined from a dedicated scan as
they can vary due to various effects [16].

1Some CBN models can include additional factors e.g. transverse interference functions which are meant
to compensate for non-uniformity of detection efficiency with respect to the location of a crystal in a
detector block. However, this one can be ignored in the context of J-PET because it uses continuous plastic
scintillator strips.
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Fig. 2: Projection notation. The axial (z) direction is oriented vertically from the bot-
tom to the top. The scanner is composed of L strips split into M (pseudo-)crystals.
The indexes i and j denote the strip, whereas the indexes u and v denote the posi-
tion along the strip, which corresponds to pseudo-crystal in the context of J-PET’s
continuous strip technology. This figure was reproduced from Pépin et al. [38].

The block profile factors (bax) are designed to ensure a uniform hit count across
all rings of the scanner. In the case of J-PET, the factors ensure a uniform hit count
across all axial bins. They are computed from the LOR sum of all LORs for a single
axial direction, i.e. all LORs that lie on a single plane parallel to the xy plane. We
denote such a LOR sum for axial position u as Sbax

u and define it as

Sbax

u =
L∑

i=1

L∑
j=1

tuiuj . (9)

Using the definition of Eq. (9), the block profile factors for the axial position u is now
defined as

baxu =

√
1
M

∑M
v=1 Sbax

v

Sbax
u

. (10)

Geometrical factors (gax and gtr) compensate for the variation in efficiency induced
by the geometrical arrangement of the detector strips.
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a1 > a2 = a4 > a3 = a5

(a) Exposed detector width variation as a func-
tion of the radial position.

b4b1b3b2

b1 = b3 > b4 = b2

(b) LOR distance variation as a function of the radial
position .

LOR 1

c1

LOR 2

c2

LOR 3

c3

c1 < c2 < c3

(c) Detection probability variation as a func-
tion of the LOR obliqueness. Traversal of more
material induces a higher detection probabil-
ity.

Fig. 3: Geometric effects influencing detection efficiency.

Axial geometric factors account for sensitivity variation caused by the incidence
angle of the LOR against the detector strip in the axial direction. The axial geometric
factors are therefore a function of the axial distance |u−v|. The factors are computed
based on the sum of all the LORs connecting the axial position u with the axial
position v. We denote such a LOR sum as Sgax

uv and define it as follows

Sgax

uv = baxu · baxv
L∑

i=1

L∑
j=1

tuivj cos θ (11)

where θ is the angle between the LOR and the transverse plane, and bax are the axial
block profile factors defined by Eq. (10). The factor cos θ is an activity correction
factor, used to compensate for the difference in activity located along each LOR in
the axial direction. Using the definition of Eq. (11), the axial geometric factor gax

between two axial positions u and v is defined as the ratio between Sgax

uv and the mean
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of Sgax

uv over all u and v, hence

gaxuv =
1

M2

∑M
u′=1

∑M
v′=1 S

gax

u′v′

Sgax

uv

. (12)

Transverse geometric factors also account for sensitivity variation caused by the
incidence angle of the LOR against the detector strip, but this time along transverse
planes. The LOR efficiencies increase towards the edge of the FOV because LORs
form increasingly oblique angles as they approach the edge of the FOV, resulting in
longer intersections with the detector strips. However, there are additional effects at
play: the exposed detector width (Fig. 3a) and the LOR density (Fig. 3b) decreases
as the radial distance increases. The factors are computed from the sums of all the
LORs that share the same radial bin inferred from the indices i and j of the LOR.
The radial bin is denoted r ∈ [1;K], where K is the total number of radial bins. The
LOR sum is denoted Sgtr

r and is defined as

Sgtr

r =
M∑
u=1

M∑
v=1

L∑
i=1

L∑
j=1︸ ︷︷ ︸

xr(i,j)=r

cuivj (13)

where xr(i, j) is the radial bin of the LOR connecting strips i and j, and cvivj is the
number of coincidence for LOR uivj with the correction given by

cuivj = auivj · baxu · baxv · gaxuv · tuivj (14)

where auivj is the activity correction factor defined as the inverse of the analytical
projection of the source [38]. The factors bax are given by Eq. (10). The radial binning
procedure is designed such that every bin corresponds to the same number of possible
LORs and is presented in Fig. 4. Finally, using the definition of Eq. (13), the transverse
geometric factor gtr for a radial bin r is defined as the ratio between Sgtr

r and the
mean of Sgtr

r over all r, hence

gtrr =
1
K

∑K
r′=1 S

gtr

r′

Sgtr

r

. (15)

Intrinsic detector efficiencies account for variations in detection efficiency caused
by the scintillation medium and the front-end electronics. Several factors can affect
the detection efficiency of the scintillators, such as the uniformity of the scintilla-
tor material, the volume of the scintillator, the presence of impurities or the room
temperature and humidity [20]. Consequently, the intrinsic detector efficiencies can
vary through time and in different areas of the scanner. Those factors are computed
from the 3-dimensional fan-sum of each detector. Each fan-sum is denoted Sε

ui and is
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Fig. 4: Example of radial bin decomposition with K = 10 bins. Each bin contains the
same amount of possible projections LORs. The function xr(i, j) maps each LOR to
its corresponding bin. Here, the radial bin assigned to each sample LOR is highlighted.
The axial component (u and v, see Fig. 2) of the LOR is ignored as irrelevant.

defined as

Sε
ui =

M∑
v=1

L∑
j=1

tuivj . (16)

Finally, using the definition of Eq. (16), the intrinsic detector efficiency ε for the
detector indexed by axial position u and detector strip i is given by

εui =
1
L

∑L
i′=1 Sε

ui′

Sε
ui

. (17)

2.4 Numerical experiments
2.4.1 Monte Carlo simulation parameters
The MC simulations were performed using the Geant4 Application for Tomographic
Emission (GATE) [39]. More specifically, we used a modified version of GATE version
9.0, based on Geant4 version 10.6. The tracking of optical photons was not included to
limit the computation time. In all the simulations, the β+ sources decay was simulated
as the emission of the back-to-back photon pairs. The direction of the emission was
randomized isotropically. The energy of the initial photons was set to 511 keV.
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Table 1: Values given to the parameters
required to compute the geometrical factors.

Parameter Symbol Value

Number of ring M 25
Number of strips L 13× 24 = 312

Number of radial bins K 25

2.4.2 Photon detection, coincidence formation and energy threshold
The front-end electronic response was modelled by the GATE digitizer which converts
photon interaction in the scintillator into deposited energy and detection time. In plas-
tic scintillators, unlike inorganic scintillators, photons deposit their energy mainly via
Compton scattering. Although not strictly necessary for this study on normalization,
energy deposition was simulated with a resolution of 0.231 21FWHM for an energy
of reference of 200 keV, with an energy threshold set to 200 keV (only coincidences
with registered energy above the threshold are considered). Coincidences were formed
using a coincidence time window of 3 ns was used.

Values of these parameters are realistic with respect to the scanner properties
(such as its energy resolution). These values are commonly used for data generation
and data analysis in the framework of the J-PET Modular scanner [24, 40].

2.4.3 Scanner geometry
We modelled the geometry of a LAFOV scanner corresponding to the Modular J-PET
scanner. The Modular J-PET consists of 24 modules arranged cylindrically with a
pitch of 7.5◦. Modules form together a cylinder of radius of about 76.2 cm and long
of 50 cm. Each module consists of 13 plastic scintillator strips of dimension 24mm×
6mm× 500mm. For MC purposes, the strips were separated into 200 virtual crystals
of 2.5mm in the axial dimension. The geometry of the scanner is shown in Fig. 1b.

The values of the various parameters described in Section 2.2 are summarized in
Table 1. The value chosen for L corresponds to the number of strips of the Modular
J-PET. The value chosen for M corresponds to axial bins of 25mm, which is roughly
equivalent to the axial resolution of the scanner. Finally, the value chosen for K was
chosen empirically, in order to have a satisfactory trade-off between computation speed
and result quality.

2.4.4 Phantoms
Three GATE simulations were performed for the analysis presented in this work: 1. a
cylindrical phantom and 2. an annular phantom to compute normalization factors;
3. a reference uniform cylinder to compare the uniformity of the reconstructed images.

The cylindrical simulation for normalization was performed during 1800 s using a
cylinder long of 50 cm and with a radius of 10 cm, with an activity of 100MBq. To
simplify the analysis and focus on the effects of normalization, the cylinder is composed
of a pure source and is therefore free of scattering and attenuation. This simulation is
used to compute the block profile factors (bax), the axial geometric factors (gax) and
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(a) Set-up for the uniform cylinder acquisition.(b) Set-up for the uniform annulus acquisition.
The source is located at the pink location (not
to scale), and slides in the axial direction.

Fig. 5: Set-ups for the normalization scans.

the intrinsic detector efficiencies (ε), as per Eq. (8). The simulation is illustrated in
Fig. 5a.

The annular simulation for normalization was performed using a moving annular
source. The ring source was 1 cm thick and 2.5mm long with 10MBq of activity. A
number of 200 positions were simulated along the z axis, each during 100 s, resulting
in a total simulation of 20 000 s. Additionally, the radioactive decay of the source was
not simulated, to obtain a uniform illumination of the whole scanner. This simulation
is used to compute the transverse geometric factors (gtr), as per Eq. (8), because it
illuminates the whole FOV, and not only the centre as is it the case with the cylindrical
simulation. The simulation is illustrated in Fig. 5b.

Finally, a cylindrical phantom filled uniformly with the activity radiotracer was
simulated. The phantom was placed symmetrically at the centre of the detector. The
length of the cylinder was equal to 400mm and its radius was set to 100mm. The
shape of a cylinder was chosen for its radial symmetry, which allows the highlighting
of potential artefacts resulting from the lack of normalization. The phantom was filled
with air to minimize the perturbation incurred by scattered events.

Table 2 summarizes the three MC simulations described above.

2.4.5 Simulation of detection efficiency variations
To study the effects of intrinsic registration efficiency variation per detection unit
(factor ε, see Eq. (8)), outputs of the GATE simulations were further copied and
filtered off-line by a dedicated script applying a MC sampling with the provided
relative registration probabilities pui for all detection units. A coincidence formed of
two hits registered in the detector units indexed by (ui, vj) is kept if r1 < pui and
r2 < pvj , where (r1, r2) are random numbers sampled from the uniform distribution
U(0, 1). The resulting datasets enable us to study reconstructions of data from a
scanner with non-uniform detection efficiency.
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Table 2: Summary of all the GATE MC simulations used throughout this work.
Normalization
cylinder

Normalization
annulus

Uniform cylinder

Phantom shape Cylinder Moving ring Cylinder
Activity 100MBq 10MBq 10MBq
Simulation duration 100 s 20 000 s 100 000 s
Total number of
events, among which:

31 867 756 1 717 907 542 2 301 171 650

— true events 16 223 836 (51%) 1 529 567 112 (89%) 2 119 859 059 (92%)
— scatter events 0 (0%) 11 251 137 (1%) 2 048 690 (< 1%)
— random events 15 640 357 (49%) 176 801 972 (10%) 178 810 206 (8%)
— unknown events 3563 (< 1%) 287 321 (< 1%) 453 695 (< 1%)

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300

1

1.5

2

Strip ID

ε

Fig. 6: Distribution of the detector efficiency factors extracted from the test mea-
surement of the cylindrical phantom performed with the J-PET Modular scanner.

We considered two cases of the relative registration probability variation. The first
one consists of an extreme example in which the relative efficiency of a singleJ-PET
module (i.e. 13 consecutive strips, see Fig. 1) was set to 10%. In the second case,
the set of detector efficiency probabilities was extracted from a test acquisition of a
uniform cylinder phantom by the J-PET Modular scanner. The uniform cylinder was
filled with 45MBq of germanium-68 and positioned at the centre of the detector. The
cylinder was tilted by about 3◦ in the axial direction, but we consider that this small
mispositioning is negligible for the current study. The distribution of the efficiency
factors is shown in Fig. 6. These efficiencies were further used to filter out our GATE
outputs as described above.

2.4.6 Image reconstruction and sensitivity maps computation
Image reconstruction is performed using the Customizable and Advanced Soft-
ware for Tomographic Reconstruction (CASToR) [41], an emission and transmission
tomographic reconstruction software that provides a generic interface to iterative
reconstruction algorithms. More specifically, the algorithm used in this work is MLEM
operating in list mode, configured to stop at 30 iterations. The image size is set to
be 320 × 320 × 200 voxels of 2.5mm3 each. The resulting image spans 800mm2 in
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the transverse direction, and 500mm in the axial direction, which completely encom-
passes the FOV of the Modular J-PET detector (see Section 1). The projector used
is a raytracing projector that uses the incremental Siddon algorithm [42] along each
line. The raytracing projector was set to use 10 rays. The reconstruction procedure
does not take into account any additional resolution modelling.

The sensitivity map is generated before the reconstruction. Two sensitivity maps
were considered:

1. An analytical sensitivity map that does not incorporate any normalization fac-
tors. This sensitivity map is purely geometric and models the solid angle of the
centre of each voxel. More details are given in Section A.

2. A sensitivity map reflecting the geometrical properties based on detector
positions (which only models Ascanner of Eq. (2)), to which several sets of nor-
malization factors are incorporated. This sensitivity map is computed directly
using CASToR.

2.4.7 Metrics for image quality assessment
The factor Uaxial is used to assess the axial uniformity of the reconstruction. The image
of the reference cylinder is divided axially into 11 slices. Each slice has a thickness of
13 voxels. Next, the mean intensity value of each slice is computed. The determined
values are gathered in a set of means Saxial. The axial uniformity is then given by

Uaxial =
max(Saxial)−min(Saxial)

mean(Saxial)
(18)

Analogically, the factor Uradial is used to assess the radial uniformity of the recon-
struction. The image of the reference cylinder is divided into 15 radial bins such that
each bin contains approximately the same number of voxels (see Fig. 4). As in Eq. (18),
the mean intensity value of each bin is computed. The determined values are gathered
in a set of means Sradial. The radial uniformity is defined as

Uradial =
max(Sradial)−min(Sradial)

mean(Sradial)
(19)

By construction the Uaxial and Uradial are non-negative real numbers. The ideal uni-
formity corresponds to the situation when Uaxial (Uradial) values are equal to 0. To
further analyse the variation of the uniformity we define a ratio per axial slice:

R(u) =
std(u)

mean(u)
(20)

where u index denotes a slice in the axial direction and std and mean are the corre-
sponding standard deviation and mean calculated for a given slice u. Again, R = 0
corresponds to the ideal, uniform image.
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ization simulation
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ization simulation

Uniform cylin-
der simulation

Computation of
bax, gax, and ε

Computation of gtr

CASToR nor-
malization file

• No norm.
• gax only
• gtr only
• ε only
• gax+gtr

• All norm.

Sensitivity map
• Analytical
• From CASToR (+ norm.)

MLEM image
reconstruction

Image metrics
• Uaxial

• Uradial

• Standard deviation to
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Fig. 7: Workflow of the analysis conducted in this work.

2.4.8 Scheme of the analysis flow
Figure 7 summarizes the normalization factor computation and analysis flow detailed
in Sections 2.4.1 and 2.4.5 to 2.4.7.

3 Results
3.1 Normalization factor distributions
Figure 8a presents the axial geometric factors computed based on the MC simulations
of the cylindrical acquisition described in Section 2.4.1. The reduced efficiency for
LORs with large ring difference |u− v| results in higher axial geometric factors at the
edges. Figure 8b shows the bilinear interpolation of these axial geometric factors, which
is used to compute them for LORs with arbitrary obliqueness in the axial direction.

Figure 9 illustrates the transverse geometric factors estimated based on the MC
simulations of the annular acquisition (Section 2.4.1). We observe higher normalization
values near the centre of the detector. A third-degree polynomial is also displayed.
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(b) Bilinear interpolation of the axial geometric factors.

Fig. 8: Axial geometric factors and its interpolation.

This fit is used to calculate the radial geometric factor for LORs of an arbitrary radial
position.

Figure 10a depicts the intrinsic detector efficiencies derived from the MC sim-
ulations of the cylindrical acquisition (Section 2.4.1). Since the simulation model
assumes perfect detectors with uniform efficiencies, the resulting factors are dis-
tributed uniformly around unity, with the small variations attributed solely to
statistical noise.

Figure 10b shows the intrinsic detector efficiencies distribution, where one detec-
tor has 10% lower efficiency (see Section 2.4.5). The region affected by the reduced
efficiency is visible and the values of the normalization factors match the intensity of
the lowered efficiency. Interestingly, we notice that the small region located around
i ≈ 163 exhibits higher normalization factors because these detectors are frequently
in coincidence with the first module, with the reduced efficiency.

3.2 Reconstructed images of the reference cylinder
The comparison of the reconstructed images of the uniform cylindrical phantom (see
Section 2.4.1) is shown in Fig. 11. Without normalization, artefacts appear at the
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Fig. 9: Transverse geometric factors gtr with a polynomial fit of degree 3. Coefficients
of the polynomial fit are 2.253× 10−8, −1.060× 10−5, −3.958× 10−4 and 1.060.

centre of the cylinder as a dip. Applying axial and radial corrections considerably
reduces those effects.

3.3 Studies of geometric effects
To get further insight we plotted the uniformity metrics Uaxial and Uradial as a function
of iteration number for reconstructions performed with different sensitivity maps,
as presented in Fig. 12. For all variants, Uaxial reaches the plateau around the 10th

iteration. A similar trend is observed for Uradial, except for the reconstruction with
an analytical sensitivity map, where the non-uniformity continues to rise with the
number of iterations. On the plot, it is clearly seen that even the usage of an analytical
sensitivity map yields a huge improvement in reconstruction uniformity from 0.85 to
0.15 in terms of Uaxial. Additionally, the geometrical normalization factors improve
the reconstruction quality even further. As expected axial normalization factors work
better in the axial direction reaching the uniformity level Uaxial below 0.02, whereas
radial normalization factors improve the uniformity in the radial direction Uradial

below 0.15. It is interesting to note, that the application of both corrections at the same
time gives a slightly more non-uniform image in the radial direction Uradial ≈ 0.18.
On the other hand, visual inspection of the reconstructed image suggests that the two
normalization factors, when applied together, give the most uniform reconstruction,
as highlighted in Fig. 11.

Figure 13 shows the standard deviation to mean ratio for each slice of the recon-
structed cylinder (see Fig. 11). Lower values correspond to more uniform slices. The

19



5 10 15 20 25

100

200

300

Ring u

St
rip

i
0.96

0.98

1

1.02

1.04

(a) Intrinsic detector efficiencies with uniform detector efficiency. The
variations are due to statistical noise.

5 10 15 20 25

100

200

300

Ring u

St
rip

i

2

4

6

8

10

(b) Intrinsic detector efficiencies when the first module (the first 13
strips) have an efficiency of 10%. The resulting normalization factors
are thus 10 times higher in this region of the detectors, and somewhat
higher also for scintillators located in front of the deficient module.
The color scale is non-linear in order to highlight this effect.

Fig. 10: Intrinsic detector efficiencies (ε).

figure illustrates that normalization factors favourably compensate for the image arte-
facts and improve the uniformity of the resulting reconstructed images. However, it
does not fully remove the dependence of the uniformity on the slice position. Namely,
the slices located on the edges of the detector are more non-uniform compared to the
centre ones. The shape of the curves, along with the obtained range of values (5.5%
to 8.5% in the case of the reconstruction performed with all normalization factors),
are in agreement with similar studies conducted by other groups [43].
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Fig. 11: MLEM reconstruction (30th iteration) of the uniform cylinder with four
different sets of normalization factors applied. Left column: central xz (axial) plane.
Right column: central xy (transverse) plane.
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Fig. 14: MLEM reconstruction (30th iteration) of the uniform cylinder with the first
detector module set at 10% efficiency. Left column: central xz (axial) plane. Right
column: central xy (transverse) plane.

3.4 Studies of intrinsic efficiency variation effects
Figure 14 shows reconstructions performed from the data that simulate a lowered effi-
ciency of the first module (see Section 2.4.5). Although strong artefacts appear when
the reconstruction is done without normalization factors, the efficiency factors (shown
in Fig. 10b) favourably compensate for these artefacts and produce an improved final
reconstruction. Interestingly, when applying the efficiency normalization only, with-
out geometric normalization, the resulting image displays a dip in the centre, just as
in Fig. 11.

Figure 15 shows reconstructions performed with realistic detector efficiencies esti-
mated from an actual measurement. Again we notice that incorporating efficiency nor-
malization coefficients compensates for the artefacts present in the non-normalization
image, but the typical dip due to the lack of (axial and transverse) geometrical
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Table 3: Summary of computation times for the two normalization MC simulations.
Cylindrical simulation Annular simulation

Computed normalization
factors

bax (Eq. (9)), gax (Eq. (11))
and ε (Eq. (16))

gtr (Eq. (13))

Number of output files 1000 1000
Number of coincidences per

output file
About 3.2× 104 1.3× 105 to 2.2× 106

Total number of coincidences 31 867 756 1 717 907 542
Processing time per file (on a

2.8GHz core)
37 s 31min

Total CPU time 10h 516h
Total clock time 111 s 93min

normalization is still visible. Finally, when using both geometrical and efficiency
normalization, those effects are mitigated.

3.5 Processing times
All the computations were performed using the Świerk Computing Centre (CIŚ) clus-
ter, the computing centre of the National Center for Nuclear Research located in
Poland. We designed our scripts that compute normalization factors to benefit from
CIŚ parallel infrastructure, allowing us to process the files in parallel and reduce the
total processing time, as detailed in Table 3. The large difference in processing time
between the cylindrical and the annular simulations is explained by the fact that the
annular simulation produces many more coincidences due to the source lying extremely
close to the detectors.

The reconstructions were performed at CIŚ on 40 2.8GHz cores using CASToR
compiled with threading support. Using the raytracing projector, reconstructions took
a long period of time due to the 10 rays that were calculated per projection: each
iteration took approximately 17 700 s, and the whole reconstruction (30 iterations)
lasted 152 h.

3.6 Towards total-body J-PET
The main difficulty for computing the normalization factors for TB J-PET is the
amount of LORs. Assuming axial virtual crystals of 20mm, the Modular J-PET con-
sists of 30 416 100 possible LORs (without assuming any restricted FOV), whereas the
TB J-PET, with its total of 7 rings, consists of 1 490 552 700 possible LORs, which
corresponds to a 72-fold increase in the number of LORs.

Our current implementation stores the normalization factors in a CASToR nor-
malization data file, which requires one floating-point number (32 bits) for the
normalization factor plus two integers (64 bits) for the detector IDs. Therefore, each
normalization factor requires 96 bits, which results in data files of approximately
365MB for the Modular J-PET, and data files of 17.9GB for the TB J-PET. Although

24



−200 0 200

−200

0

200

N
o

no
rm

al
iz

at
io

n

−200 0 200
−200

−100

0

100

200

−200 0 200

−200

0

200

G
eo

m
et

ric
no

rm
al

iz
at

io
n

−200 0 200
−200

−100

0

100

200

−200 0 200

−200

0

200

Effi
ci

en
cy

no
rm

al
iz

at
io

n

−200 0 200
−200

−100

0

100

200

−200 0 200

−200

0

200

A
ll

no
rm

al
iz

at
io

ns

−200 0 200
−200

−100

0

100

200

Fig. 15: MLEM reconstruction (30th iteration) of the uniform cylinder with realistic
efficiencies. Left column: central xz (axial) plane. Right column: central xy (trans-
verse) plane.
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much larger, such a file size is still manageable, and in the worst-case scenario CAS-
ToR could be modified to handle smaller files, for instance by providing a default
value for LORs outside some FOV instead of storing them in the normalization file.

Regarding computation times, for the Modular J-PET, processing the cylindrical
simulation took 111 s, and the annular simulation 93min (Section 3.5). Extrapolat-
ing this number to the TB J-PET, taking into account that it possesses 49 times
more LORs, would yield computation times of 5439 s (1.5108 h) for the cylindrical
simulation, and 4557min (75.95 h) for the annular simulation. Although longer, such
computation times are still tenable because geometrical normalization factors need to
be computed only once as they do not evolve through time.

Additionally, and even though computations could realistically be carried out,
reducing the statistics of the normalization measurements for the TB J-PET seems
acceptable. For instance, according to Table B1, reducing the statistics of normaliza-
tion measurements by 90% would correspond to an error of about 2.51% only, while
roughly speeding-up computations times by a factor of 10. This is due to the fact that
component-based normalization is a method known for largely reducing the variance
of the computed normalization factors, which makes it particularly suited for TB J-
PET normalization with lowered statistics. Also, in this case, it is beneficial to remove
the most oblique LORs which are anyway mostly affected by multiple scattering and
depth-of-interaction uncertainty [3].

4 Summary and Outlook
We implemented a normalization correction procedure adapted for the plastic-based
J-PET Modular scanner, using the CBN method. In our studies, we considered both
the geometric and detection efficiency factors. We estimated the geometric normaliza-
tion factors for the J-PET Modular scanner using MC simulations. We also analysed
the effects of variations in detection efficiency. A dedicated cylindrical phantom was
simulated to investigate the impact of various factors on image quality. The image
uniformity was quantified in terms of Uaxial, Uradial and R metrics, calculated for a
set of image slices. The results demonstrate that the component-based normalization
method is well-suited for the Modular J-PET scanner.

Without normalization, reconstructions of a uniform cylinder exhibit artefacts
in the form of a dip located at the centre of the cylinder The application of axial
and radial geometric corrections favourably compensates for the image artefacts and
improves the image uniformity. However, a slight dependence on the image slice axial
position remains. This variability expressed as a standard deviation-to-mean ratio (see
Figure 13) ranging between 5.5% to 8.5%, and agrees with similar studies conducted
by other groups [43]. In the case of variable detector efficiencies, several more pro-
nounced artefacts appear. These artefacts were also satisfactorily compensated using
the efficiency normalization factors.

To validate the robustness of the method, we performed several systematic checks,
detailed in Section B. We also examined the impact of the gathered statistics on the
stability of the normalization factor distributions. Additionally, we conducted a test
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using a cylinder phantom to compute transverse geometrical factor (gtr), to cross-
check if the procedure could be further simplified by requiring a single acquisition.

Computationally, the technique is straightforward to parallelize, making it time-
efficient. The component-based normalization approach is also expected to be suitable
for the next-generation 2m-long scanner currently being developed at the Jagiellonian
University. The normalization factors are likely to be even more beneficial for images
reconstructed from data acquired by this scanner due to the extended axial dimension,
which amplifies the geometrical effects. Preliminary estimates of computing times and
memory requirements suggest that the method is appropriate for use with this larger
scanner.

In future work, we plan to develop a protocol for acquiring normalization scans
together with the dedicated phantoms. Further work will involve extension of the nor-
malization correction procedure as well as code optimization given the processing time
for the prototype of the TB J-PET scanner currently under construction. Moreover,
the normalization model will be extended for positronium imaging which requires reg-
istration and analysis of coincidences formed from two annihilation photons and one
high-energetic gamma [32, 33].
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Appendix A Analytical model of sensitivity
We introduce a simple analytical model of the sensitivity distribution S in the image
space for the idealized cylindrical scanner defined by the radius R and the axial
length L. It serves as a reference for further more complex models. The model is
constructed with several simplifications, the main one consists of the assumption that
the sensitivity can be factorized into the geometry-dependent term, and a space-
invariant term K incorporating all other effects including the detection efficiency of
the coincidence pair and the energy selection efficiency:

S(x, y, z) = K ·A(x, y, z). (A1)
Due to the system symmetry, it is useful to use the cylindrical coordinates (ρ, z). By
construction, the following dependency is fulfilled:

A(ρ, z) = A(ρ,−z). (A2)

We determine the geometrical acceptance part by calculating the fraction of the solid
angles “seen” from the given spatial point (ρ, z) within the scanner. The model A(ρ, z)
is given by:

A(ρ, z) =
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. (A3)

For (ρ = 0, z = 0), the equation reduces to the known formula of the system
sensitivity for the point source placed in the centre of the scanner [44]:

S(0, 0) = K · L
2

 1√
(L2 )

2 +R2

 = K · sin
(
arctan

(
L

2R

))
. (A4)

Appendix B Additional verifications
In addition to the results presented in Section 3, we have performed several systematic
verifications to ensure that the method is sufficiently robust and that the results shown
are not only valid for the specific set of parameters that were used. More specifically,
we have:

• Changed the widths of axial (M) and radial (K) bins (see Section 2.2). Although
finer binning would theoretically correspond to a normalization of greater quality,
in practice we did not notice any important improvements. The current parameter
values, as given in Table 1, seem to be well-suited for our application to the
Modular J-PET scanner.
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• Checked whether a single bin would be enough in the axial direction (i.e. set
M = 1), which would better describe the geometry of the Modular J-PET scan-
ner built up from long scintillator strips. Although preliminary results seemed
interesting, we decided to focus here on results with virtual crystals in the axial
direction (M > 1) in order to better match Ref. [38]. Moreover, a single axial
bin would reduce the computational burden which would specifically benefit the
normalization of the TB J-PET scanner (see Section 3.6). Assessing the realism
of this approach in more detail will be the subject of future work.

• Checked how the method behaves changing the data smearing. More precisely, we
have moved the hit positions to the strip centres for the x and y coordinates, and
have smeared the z position of the hits with a Gaussian smoothing of standard
deviation σ = 10mm, which is roughly equivalent to the axial resolution of
the Modular J-PET. Although the effects of smearing were apparent on the
reconstructed images, the values of the normalization factors did not change by
any noticeable amount.

• Tried different reconstruction parameters, and more precisely changed the pro-
jector and the number of iterations. Concerning the projectors, Fig. C1 shows
some results that compare two different projectors. Concerning the number of
iterations, we ensured that the results did not evolve significantly after the 30th

iteration, which is why only 30 iterations are shown in Figs. C1 and 12.
• Checked if one simulation (or acquisition) would suffice, instead of the two simu-

lations currently used by our current methodology (cylindrical and annular, see
Fig. 5), as justified by Section 2.4.4 and Ref. [38]. Indeed, for a real on-device
measurement, it would be more convenient to perform a single acquisition. We
checked how the results changed when using the cylindrical acquisition to com-
pute all normalization factors, and although this approach reduces the FOV of
the scanner to the size of the cylinder, reconstructed images were still of satis-
factory quality. For future works, we plan to only use the annular acquisition to
perform reconstructions and compare the reconstructions against those obtained
from the cylinder acquisition. We also plan to establish which of these set-ups
would be easier to perform on the device.

• Compared the quality of reconstructions obtained from the CASToR-based
sensitivity maps with reconstructions obtained from a sensitivity map purely
computed from a MC simulation. The MC simulation consisted of a high-statistics
acquisition of a uniform cylinder that completely filled the scanner FOV. We
noticed that the CASToR-based sensitivity maps seemed to give slightly better
results than the pure MC-based sensitivity map.

Table B1 shows the relative differences between the normalization coefficients
obtained from high statistic normalization scan and several other smaller normaliza-
tion scans. This table highlights the robustness of the component-based normalization
method: even with as little as 10% of the total statistics, the normalization coeffi-
cients vary on average only by about 2.51% compared to their value obtained from
full statistics.
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Table B1: Relative difference in per-
centage for the normalization coeffi-
cients as a function of the number
of true coincidences per normalization
scan.
True coincidences Difference percentage

10% 2.506 ± 1.943
25% 1.429 ± 1.098
50% 0.8887± 0.6947
100% (Reference)
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Fig. C1: Uaxial and Uradial with respect to iteration number for raytracing and Siddon
projectors. Lower values mean more uniform reconstructions in the given direction.

Appendix C Influence on the projector choice
Two different projectors are used: the Siddon projector [45] and a raytracing projec-
tor that uses the incremental Siddon algorithm [42] along each line. The raytracing
projector uses 10 rays.

Figure C1 shows the evolution of Uaxial and Uradial with respect to iteration num-
ber for reconstructions achieved with the Siddon projector and with the raytracing
projector. The figure highlights that using the raytracing projector produces images
of higher uniformity, as expected from a projector that shoots more rays compared to
the Siddon projector.
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